[Quality assurance of mammographic devices].
An account of the technical features of mammographic devices as a consequence of the radiological requirements for imaging the breast is given. For quality assurance of these features specific test procedures have been established which at least since the introduction of the MED-directive 97/43 of CEC have to be applied. A concise summary of these protocols is given.